
Journal of Cosmetic and Laser Therapy, 2011; 13: 134–137

                        ORIGINAL ARTICLE    

 Safety and effi cacy of low-fl uence, high-repetition rate versus 
high-fl uence, low-repetition rate 810-nm diode laser for permanent 
hair removal  –  A split-face comparison study      
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 Abstract 
  Background : This study was designed to evaluate the hypothesis that low-level fl uences done repetitively on a hair follicle 
will produce permanent hair removal with less discomfort and fewer side effects than a single high-fl uence pulse.  Objective : 
To compare the safety and effi cacy of a low-fl uence, high-repetition rate versus a high-fl uence, low-repetition rate 810-nm 
diode laser for permanent hair reduction in patients with facial hirsutism.  Methods : Forty-two female patients with confi rmed 
polycystic ovaries by ultrasonography with facial hirsutism were subjected to the low-fl uence, high-repetition Soprano  ®   XL 
laser in SHR mode and the LightSheer ™  laser on each side of the face using preset parameters once a month for six ses-
sions. Hair counts were done at the end of the sixth session using a  ‘ Hi Quality Hair Analysis Program System ’  and the 
pain score was recorded by a visual analog scale.  Results : The overall median reduction of hair was 90.5% with the Soprano 
XL and 85% with the LightSheer, with a standard deviation of 7 and 8.5 respectively.  Discussion : This new technology, 
with low fl uence and high repetition, showed a statistically insignifi cant increase in hair reduction compared to the Light-
Sheer, but did show a signifi cant reduction in hair thickness and a low pain score.  
  Key Words:   fl uence  ,   laser  ,   LightSheer  ,   Soprano XL   
  Introduction 

 Laser hair removal has become an accepted form of 
long-term hair reduction and is now one of the most 
common dermatologic procedures (1). The absorp-
tion of the laser light by a specifi c chromophore, 
regardless of the active medium, transforms the energy 
into heat, with the rate and extent of heating deter-
mined by the power density (power output/effective 
spot size) and the duration of exposure. The resulting 
thermal damage can lead to denaturization or irrevers-
ible coagulation of proteins or, if the temperature is 
more than 100 ° C, vaporization of tissue (2). 

 In recent years, a variety of lasers and pulsed light 
sources have been introduced for hair removal (3). 
The fi rst involved a Q-switched Nd:YAG laser (1064 
nm) used in conjunction with a topical carbon-
mineral oil suspension, the carbon acting as a chro-
mophore. However, this system showed minimal 
effectiveness for long-term hair removal (4,5). More 
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positive results have been achieved with the long-
pulsed ruby laser (694 nm) (6,7), the long-pulsed alex-
andrite laser (755 nm) (8), the diode laser (800 nm) 
(9,10), and a variety of fi ltered, fl ashlamp pulsed-dye 
lasers (11,12), all of which use melanin as the chro-
mophore for selective photothermolysis. Selective 
thermal damage of pigmented target structures 
occurs when suffi cient fl uence at a given wavelength, 
preferentially absorbed by the target, is delivered 
during a time approximately equal to or less than the 
thermal relaxation time of the target (13). 

 The present study compares the effi cacy, safety 
and treatment speed of a new low-fl uence, rapid-
pulse, with multiple passes, 810-nm diode laser with 
a traditional high-powered, single-pass, 810-nm 
diode laser system. The approach of using low fl uen-
cies with repetitive millisecond pulses to achieve heat 
stacking in the hair bulb and bulge represents a par-
adigm shift in laser hair removal.   
gy Centre, Mangalore  –  575 003, Karnataka, India. E-mail: gspai@derma-care.in  
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   Figure 1 . Graph comparing the overall median hair removal 
percentages for Soprano XL (90.5%) and LightSheer (85%).  
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   Figure 2 . Graph comparing the overall median hair width reduction 
for Soprano XL (0.02 mm) and LightSheer (0.05 mm).  
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 Materials and methods 

 This was an open-label, single-centre, prospective 
clinical study. A total of 42 female patients above the 
age of 18 years with facial hirsutism with Fitzpatrick 
skin types IV and V with polycystic ovaries confi rmed 
by ultrasonography were enrolled in the study. The 
following patients were excluded from the study: 
patients with obvious skin disease or a history of 
chronic skin disease other than moderate facial acne 
vulgaris; keloidal or hypertrophic scar tendency; skin 
types I, II, III, and VI; severe photosensitivity; and 
pregnant patients. Prior to treatment an informed 
written consent was signed by each patient. 

 Using the manufacturer-recommended methods 
and settings, one side of the face of each patient (ran-
domly determined) was treated with the Soprano  ®   
XL (Alma Lasers Ltd, Caesarea, Israel) in SHR mode 
using a technique of maintaining the handpiece in 
constant motion, with a fl uence up to 10 J/cm 2 , 
10 Hz, and a 20-ms pulse duration as recommended 
by the manufacturers. 

We achieved our desired results with fl uences 
which ranged from 5 to 8 J/cm 2 . The area to be 
treated was fi rst shaved and a cool ultrasound gel 
applied. 

 The other side of the face was treated with the Light-
Sheer ™  (Lumenis, Inc., Santa Clara, CA, USA) using 
a conventional single-pass fl uence to tolerance (25 – 35 
J/cm 2 ), 2 Hz, and a 30-ms pulse duration (which was 
the pulse width found safest in our patient population 
based on past experiences on skin types IV and V). 

 The subjects were treated six times at intervals of 
4 – 6 weeks with each device to permit hair regrowth 
and mimic real-life laser hair removal. 

 Baseline hair density and fi nal hair counts after 
the sixth session were made within a predetermined 
square-shaped area (2  �  2 cm 2  area from the tip of 
the ear lobule to the jaw line) by using the hair anal-
ysis system SIF-1 for accuracy. 

 Pain during the treatment was measured subjec-
tively by patients on a 0 – 10 visual analog scale (0  �  no 
pain, 10  �  unbearable pain) and recorded by evalua-
tion for each side of the face after each treatment 
session.   

 Results 

 A total of 42 female patients above the age of 18 
years with facial hirsutism completed the study. Nine 
additional patients were enrolled but did not fi nish 
the protocol and were excluded from the results. All 
the data were analyzed using appropriate statistical 
tests at the end of six sessions of treatment, which 
included the paired  t -test. Statistical signifi cance was 
considered to be  p   �  0.05. 

 Based on hair density recorded at the beginning 
and the end of the treatment session, we found that 
the overall median reduction of hair was 90.5% with 
the Soprano XL in SHR mode and 85% with the 
LightSheer, with a standard deviation of 7 and 8.5 
respectively (Figure 1). Comparing the hair removal 
percentages between these two lasers using the paired 
 t -test, we found that these differences were not sta-
tistically signifi cant ( p   �  0.063). 

 However, on analyzing the hair width (mm) 
(measured using a hair analysis system), a much 
more striking observation was noted as the median 
hair width was reduced to 0.02 mm with the Soprano 
XL and 0.05 mm with the LightSheer (Figure 2). 
This was statistically different with a  p -value 
of  �  0.0005. 

 We observed that the median pain scores of the 
Soprano XL and the LightSheer were 2 and 6, 
respectively (Figure 3), as measured on a 0 – 10 visual 
analog scale (0  �  no pain, 10  �  unbearable pain) over 
the six treatment sessions. The difference between 
median overall pain scores was 4, which is statisti-
cally very signifi cant ( p   �  0.0005). 
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   Figure 3 . Graph comparing the overall median pain scores for 
Soprano XL (2) and LightSheer (6).  
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 There were no adverse events noted during the 
course of the study.   

 Discussion 

 High-fl uence diode lasers with contact cooling have 
emerged as the gold standard to remove unwanted 
hair. However, laser hair removal can be painful, 
and can result in hypopigmentation or post-infl am-
matory hyperpigmentation, especially in dark skin 
tones (14,15). Lowering the energy should result 
in less pain and fewer potential adverse events, but 
this could theoretically affect the effi cacy of the 
therapy. This study showed that results using low-
energy, high-repetition diode laser pulses with the 
Soprano XL in SHR mode are comparable in hair 
reduction to the traditional high-fl uence, single-
pass technique using the LightSheer laser. The 
approach of using low fl uences with repetitive mil-
lisecond pulses to achieve heat stacking in the hair 
bulb and bulge represents a paradigm shift in laser 
hair removal methodology. With the Soprano XL 
system, the epidermal protection is achieved by the 
handpiece ’ s sapphire contact cooling system. The 
system does not target melanin as the principle 
target chromophore. Instead, the Soprano XL 
focuses on raising the temperature of the sub-der-
mal layer of the skin progressively to at least to 
45 ° C, and to less than the thermal destruction 
temperature of the hair follicle without heating the 
epidermis of the skin region. Although the fl uence 
of each pulse delivered to the skin is relatively 
low, the rapidly delivered pulses effectively heat the 
dermis. 

 The Soprano XL in SHR mode has several 
advantages over traditional high-fl uence treat-
ments, including less pain and theoretically a lower 
incidence of adverse effects, especially in dark-
skinned individuals. 
 With this technique, the laser handpiece never 
remains stationary in one spot, but is always mov-
ing in the treatment area  –  similar to what we 
would do while ironing. Hence, the skin is never 
subjected to a single diode laser pulse greater than 
10 J/cm 2 . Since this is below the threshold of burn-
ing, the incidence of adverse effects is lower, as 
well as the sensation of discomfort, which is directly 
related to fl uence. We had a median pain score of 
2/10 for the Soprano XL, verses 6/10 for the Light-
Sheer. This was statistically signifi cant. Further, 
this new technology with low fl uence and high rep-
etition showed a statistically insignifi cant increase 
in hair reduction compared to the LightSheer, yet 
it did show a signifi cant reduction of hair thickness 
when the remaining hairs were measured. This was 
subjectively felt by the patients in the study and 
confi rmed by measurement of the hair shaft. The 
reduced level of pain with the low-frequency 
modality laser increased patient compliance with 
the procedure. This can be better explained by the 
fact that all patients who underwent laser hair 
removal with the Soprano XL were calm and 
relaxed during the procedure; however, with the 
LightSheer diode patients moved, by refl ex, away 
from the handpiece owing to pain and physical dis-
comfort. Patients who subjectively wished to treat 
other parts of the body opted for this less painful 
laser. Further, all 42 patients who were enrolled 
completed the study. 

 In a similar study by Braun (14), similar observa-
tions for pain score and hair reduction were seen. A 
signifi cant difference was that our study was con-
ducted on androgen-dependent facial hair in contrast 
to leg hairs in the Braun study. We were also able to 
quantify hair loss and the thickness of the remaining 
hairs with the help of a hair scanner device. 

 A histopathology study was not done as it was not 
considered relevant to the scope of this study.   

 Conclusion 

 We concluded that low-level fl uencies performed 
repetitively on a hair follicle will produce permanent 
hair reduction with less discomfort and fewer side 
effects than a single, high-fl uence pass. Both devices 
produced hair reduction counts in excess of 80% 6 
months following the fi rst treatment; however, treat-
ment with the Soprano XL produced a more signifi -
cant reduction in hair thickness in subsequent sessions 
as compared with the LightSheer. Overall, the con-
cept of this new technology has translated into greater 
acceptance by patients in terms of fi ner recalcitrant 
hairs and less pain during the procedure.       

 Confl icts of interest 

 Dr Gold speaks on behalf of Alma Lasers and 
Lumenis. 
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